TUCSON POLICE DEPARTMENT
CRIME LABORATORY

2

The undersigned Quality Assurance Specialist, having been qualified

by the Arizona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

% F  Serial # @¥*00/225  certifies by her signature;

on 2/ /3104 witha result of .07 AC., DL7F-AC,

and on FR/0¥ _with aresult of Q O7F7 AC. 0.979AC.

this instrument was tested with a known alcohol reference standard.
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC). as defined by R9-14-404.A 3.

No problems were reported concemning this instrument between these

Gore Bore,

[
Irene Doran

two dates.

ADPS QAS Permut #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWQORN to before me

this 3 day of Marah .20 04

ND’E&I}’ Public a\
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THIS REPORT PREPARED PURSUANT TO DUTY IMPOBED BY
A.A.C. R9-14-404 (1)

BXEIBIT Q

ARIZONA DEPARTMENT OF HEALTH BEERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 50Q000%

AGENCY Tucson Police o SPECIALIST _ Lersmr LDrzré7 4@53/2
(Print Name)
INTOXILYZER SERIAL f[?>g?¥—gzb5¥%i; LOCATION  J2a777C

DATE_ 22/ /2 - Rooy  TIME_ /)0
T
T Display reads "READY TO START" or *PUSH BUTTON T START
TEST."

TAGHOSTIC ESTS
5 ZEf DVHM Test check. Setting should be betwesn .2q0 and

-600. Mode selection switch 52 on, S1 and S3 off or

?j’- keyboard menu selection "H". Reading is e e

Display Test check. Mode selection switch S1 on and 52
and 53 off or keyboard menu selectiaon "V,
g?ﬂf. Printer Test check. Mode sslection switech 51, sz, =55
: off or keyboard menu selection "p".
sl KS Clock time check. Mode selection switch S10 on or
ﬁjf kKeyboard menu selection "E". .
S

Date check. Mode selection switch S11 on ar keyboard
menu selection "EY.,

GQPERATIONAL TESTS
Alcohol free subject Test result g. 000 AC
Error recognition logic system functisning

Invalid test printed
:jfﬂr’ Froper, sample recognition systenm
;éﬁvalid sample printed
eficient sample printed s’
N/A Completsness of sample purge with collection tuhaox=

Calibration standard 0. @ AC
Results: 0. 0F7C AT = 0.07F A€ s/
el o

Instrument cperating properly and accurately. ¥E

COMMENTS:

2 -~
SIGNATURFF.% W Lﬁ%

g.[ﬂ}ﬁljalcnhml concentration standard collected for subsequent
analysis.®=*

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHEOUT KEYBOARD
**THTIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
EAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev.7-323)
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EXHIBIT P <K

THIS REPORT PREPARED PURSUANT TO DUTY IMPOBED BY
A.A.C. R9-14-404 ()

ARIZONA DEPARTMENT OF HEALTH BERVICES

BETANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%

STANDARD CALIBRATION CHECK PROCEDURE

Agency _Tucson Police Department Date r::-?//‘?z/ﬂd/ Time 00

Intoxilyzer Serial#(] y#—U 25 Location Tl af i

QA Specialist Fr CHC Doran (Y6237 )

" (Print Name)

(_:Tfﬁ-ﬁ“f 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made. i
Standard value: 0. oD aC

Q#ﬂgj 2. Turn on the simulator and allow the temperature to
reach 34°%C+.2°C.

(/5] 3. set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #3% on or selecting "C"
on keyboard menu.

{4%5} 4. Attach simulator to the simulator entrance port on the

' Intoxilyzer.

M{éﬁgg%j 5. Intoxilyzer 5000 display reads "READY TO START" or

"PUSH BUTTON".

“AR/D) 6. Push Start Test button or press enter on keyboard.

\?gdﬂ4Mﬁ’?. Insert card in response to display.

hékﬁ*&jj 8. Air blank completed.

W#Kﬁ?@WT-E' calibration check completed.
Test results 0. 07k AT - O - OF 7 .

T /q_rlD. Air blank completed.
U7 11. When display reads Test Complete remove evidence card.

Return mode selection switch #9 to off position after
i all calibration checks are complete or type Q and enter

) on keyboard.
i
SIGNATURE é%{ ,(Q-M;,,_

=

Attach the card to the completed checklist.
iéﬁﬂf’12.

*¥ITE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT XEYEBOARD

DHS/DSLS/Form CL16 [Rewvw.7-93)




EXHTAIT 0 /Jg 4

. E—
THIS HEPORT PREPAHED BURSUANT TO DUTY IMPOBED BY
A.A.C. R5=14—404 (A)

ARIZONA DEFPARTHENT OF HEALTH BEERVICES

STAMDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 5000% ng

AGENCY Tucson Police A SPECIALIST _ [rrnc [bran /65&33/')

{BErint ‘-{::».m.:]

L= = =

INTOXILYZER SERIAL #/0400/225 (# ?) LOCATION 27783

DATE._ Marctz R 15 200% IME_ 6/
AT
—L Display reads "READY TO START" or "PUSH BUTION TO START
TEST. M

DIAGHCSTIC TESTS
T & et DVM Test check. Setting should bs b
-600. Mode selection switch 52 an, S
keyboard menu selactian "H". Reading is - ZFZ7F .
~HT Display Tesst check. Mode selection switch S1 on and sz
and 53 off or keyboard menu selection "V,
higa4? Printer Test check. Mode sselection switch s1, 52

Invalid sample printed -
Deficient sample printesdwea
3 BA Comnpleteness of sample purge ﬂlth collection tubo==
=¢g::: Calibration standard Q. 0592
Rasults: 0.0 gL v ol 5??#%1_
Instrument operating properly and accurately. YES:iﬁg;_

PA
off or keyboard menu salection "B,
(o Clock tima check. Mode selsction switch S10 on or
keyboard menu selection "E". .
N Date check. Mods selection switch 511 on or keyboard
menu ssalection "E"
QPERATTIONAT, TESTS
S Alcchol free subject Test result 0.aa8 e
KT Error recognition logic system functioning
Invalid test printed
] Proper sample recognition system
L

COMMENTS:. 2 A07 prins775 Clearty ¥ Complede/y

SIGNATURE le&- ;gmw
&

Q.jﬂﬁ'“ﬂiicmhcl concentration standard collected for subsedguent
analysis.*=*

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHEQOUT KEYBOARD
*4THIE ETEFP I8 ONLY REQUIRED IP THIS DEVICE IS BEING USBED FOR
EAMPLE CARPTURE.

DHS/DSLS/Form C117 (Rav.7-313)
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Tucson Police Department Crime Laboratory
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Agency

Agency _Tucson Police DAY o te gﬂﬂﬁi Tine /t’f’/ﬁ_
Intoxilyzer Serialff}f“‘mEf_?;g:fﬁ“?]Lm:e.tic:n

QA Sp

AT

(At

SIGHATURE

*WIT

=l

=5 % G
EIAIBIT P A

THIS REPORT PREPARED PURIZUANT TO DUTY IMPOBED BY
A.A.C. BR9-14-404 (2)

ARTZONA DEPARTHENT OF HEALTH EBEAVICE

= WAl n et B

]
fil]

ETANDARD QUALITY ASSURANCE PROCEDCRES

SLo

INTOITLYZER HODEL 5000 /g
3

STANDAHD CALIAHATION CHECEK PROCZDUERE

Tucson Police Deosrtment Date

ecialist ___72¢nf Dormzs (5433 )

[

(Print Kamea)
Pour a standard alcohol seolution of known value into a
clean dry sipulataor jar and assembie the simulator.
Insure that a tight seal Has been made
Standard wvalue: 0. /0FD F-{
firn on the simulator and alleow the temperature to
reach 34°C+.2°%C.
set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C!
on keyboard menu.
Attach simulator £o the simulator entzance port on
Intoxilyzer.
Intoxilyzer 5000 display reads "READY TO START" or
"BUSH BUTTON".

it
sl
it

Push Start Test button or prass entsr on Xeyboard.
Insert card in response to display

Air blank completed.

Calibration check cao

Test rasults O-Qﬁiﬁﬂif LC

Air blank completesd.

When display reads Test Complete remove evidence card
Attach the card to the complested checklist.

Heturn mode selection switch #9 to off position afiter
all calibration checks are complete or type Q and enter
on keyboard.

OR RITEOUT VAPOR RECIRCULATION AND WITE OR WITEQUT XEYBOARD

DHS/DSLS/Form Cll6 (Rev.7-93)




